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Fifteen years, ago G. E. X-Ray engineers# 
designed and préduced the first Inducto- 
therm — a diathermy machine far in advance 
of anything then being offered to the profes- 
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adequate output 


The Inductotherm operates on the new international 
frequency of 13.56 megacycles approved in per- 
petuity by the U. S, and Canadian governments. 


sion. Today, after a decade and a half of 
constant research, development and refine- 
ment, the Model E Inductotherm embodies the 
vision, integrity and ingenuity of the world's 
largest manufacturer of x-ray and electro- 
medical equipment. : 


Output is ample to elevate the patient's temperature 
to the limit of his tolerance, and sufficient for 
regional applications or the operation of a fever ! 


cabinet. 


G. E. has long been the acknowledged 
eader in the field of electromedical equip- 
meht, The responsibility of the leader is to 
go b¥fore<”. | To set the standards of 
atcurady, performance and reliability. That 
G. E. Was not shirked this responsibility be- 
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somes jevident upon examination of the Model aaa 
E. Mdny are the imitations being offered to 
the profession but there is only one Inducto- ; 
therm; it proudly bears the G. E. Monogram DIVISI 
— the hallmark of the finest electromedical 
_ equipment, 
ae we 4.” 
etl 
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heavy-duty construction 

The Model E is no "prima donna," you need never 

pamper it. "Work horse" more accurately describes 

its day-after-day reliability. It is a big, streamlined 

machine constructed for continuous operation at 

x 


maximum output, and mechanically rugged enough 
to withstand the jars and jolts incidental to its be- 


ing moved across door sills and floor gratings en- 


compact control panel 


No hidden controls — all are readily acces- 
, sible — easy to read — grouped in the top 
| center of the cabinet for convenience. 


route from room to room for the treatment of non- 
ambulatory patients. Yet it weighs only 160 pounds 
and you will be amazed at its mobility and the ease 


with which it can be maneuvered on its four 4-inch 


rubber-tired ball-bearing casters. 
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noderate price 
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You will find the initial cost of the Model E sur- 
prisingly moderate. This new price level has been 
achieved, not at the expense of quality or per- 
formance, but through the efficient operation of 
our huge new manufacturing facility at Milwaukee. 
Low maintenance costs have been engineered into 
the Model E. Its component parts are easily acces- 
sible for inspection, adjustment and replacement— 
services which are available from our Field Service 
Organization numbering over 400 men operating out 
of 55 strategically located local G. E. X-Ray offices. 
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J. S. PATENT OFFICE 


ease of operation 


Application of either the cable or contour-following 
electrode is simplicity itself. The area to be treated 
is covered with toweling to absorb perspiration and 
the cable coiled around it or the contour-following 
electrode positioned. The easy-positioning self-lock- 
ing contour electrode will be indicated in the 
majority of instances. A built-in treatment timer 
automacically shuts off the radiation from the ma- 
chine at the expiration of a pre-determined time 
interval. You are free to go on to your next patient. 
A patient-controlled’ pull switch makes it possible 


for the patient to terminate treatment in the event 


of the slightest discom,‘ort. 
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modern appearance 


The clinical superiority of the Model E is matched 
by its tastefully ultra-modern appearance. The con- 
sole-type cabinet is finished in pearl-grey baked 
enamel. Metal trim, including the convenient and 
decorative handles, is of rich matte-finish chromium- 
plated steel. The recessed control panel is an 
attractive grey-green. A soft cloth is all that will 
ever be needed to preserve the new look of your 
Inductotherm. This prestige-building diathermy ma- 
chine will identify 
you with the pro- 
gressive trend to- 
ward physical medi- 
cine, and will prove 
a most welcome ad- 
dition to your arma- 
mentarium . . . an 
impressive addition 
from which you may 
well expect impres- 


sive results. 
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see partial list of 
applications >>> 


typical apevlications 


1-Arthritis ‘in the treatment of arthritis, heat has its most exten- 
sive and varied application both systemically and locally. Short-wave 
diathermy has becorte recognized in recent years as an efficient form of 
deep heating. It is especially valuable for the larger areas, such as a 
shoulder, elbow, knee or back."(a) 


2-Bursitis “Diathermy is without question an aid to relieve pain, 
tenderness, and muscle spam and for the promotion of the absorption of 
the calcareous deposits. surgeons who have observed the results of 
diathermy in this condition aré of the opinion that in many cases it elimi- 
nates the former routine of 2perating and cleaning out the bursa."(a) 


3-Bronchitis “Acute and Chronic types of bronchitis respond, with 
symptomatic improvement, fo d.xthermy. In acute cases there is relief 
from the pain and the soreness ) \ the chest; in chronic cases there is less 
cough and exsier expectoration. The technic is the same as in pneu- 
monia,""(b) 


4-Sinusitis “Leichner and Scnmirit treated 55 cases of sinusitis with 
ultrashort-wave diathermy. They used a combined treatment of first giving 
a nasal lavage with warm salt solutiin and then applying short-wave 
diathermy. Their impression was that d.athermy presents a conservative 
method of treatment which not only eli inates infection from the sinus 
but improves the circulation and guards cgainst reinfection. In 55 cases 
treated, 39 showed eminently satisfactory r :sults."(a) 


' 


5-Strains and Sprains “Short-w.ve medical diathermy, with - 


the electromagnetic induction cable wound aroind the joint or placed over 
it as a coil, has proved especially effective in our clinic for the local 
increase of circulation and thus the reduction of pain and swelling. Dia- 
thermy should not be applied where there is a danger of hemorrhage 
from torn vessels. It should be applied at half strength for ten minutes 
for the first treatment to ascertain if the heinorrhage or edema in- 
creases.""(c) 


6-Prostatitis “1+ is believed that the beneficial effects in the appli- 
cation of heat in these conditions is secondary to the local tissue response 
which follows any local form of hyperthermia with its resultant increase 
in blood flow, increased oxygen tension and cellular response, mechanisms 
of which we are beginning to learn from the physiologists."(c) 


BIBLIOGRAPHY 


(a) Zeiter, Walter J.: "Some Applications of Medical Diathermy," 
Medical Clinics of North America (Cleveland Clinic Num- 
ber), March, 1940. 

(b) Kovacs, Richard: Electrotherapy and Light Therapy, Fifth 

ic”: Lea and Febiger, Philadelphia. 

( in S., and Osborne, Stafford L.: "Short Wave 
Medical Diathermy/ ‘Clinical “Applications!” Ns “Ys, State 
Journal of Medicine, Vol. 39, No. 7, April 1, 1939. 


GENERAL (6 ELECTRIC 


X-RAY CORPORATION 


MILWAUKEE 14, WIS.,'U.S. A. 


Pub. No. 7P-3081 
Printed in U.S.A. 


4855 W. McGEOCH AVE. 


i" 


MT 
i 


Mil 


l 2 
i 


HH 


Hil 


y 


Fi | 


wc ape ela 


